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TEST REPORT

Particulate respirator-half facepiece
EN 149: 2001 +A1: 2009 Respiratory protective devices — Filtering half masks to protect against particles —

Requirements, testing, marking
Product: Particle filtering half mask
Report No: 2020 (D) - 0603
Client: ZHEJIANG YINGHUA TECHNOLOGY CO.,LTD.
Model (s): RM201
Date(s) of tests: 2020.04.01-2020.05.10
DESCRIPTION OF SAMPIES
General Information Cl]a:;s;;iz'm;_gun %{.ﬂi ?(;Eﬂp;ﬁ:i
Manufacturer ZHEJIANG YINGHUA TECHNOLOGY,CO., ETD,
Manufacturer Address Tinshan Avenue, Xiaoshun Town, Jinhua, Zhejiang

Signed: ﬁi {é ‘7> Issued: 2020.5.10
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The test results praﬁﬁnted@i this report relate to the samples bﬁted only. ’Pr.}; 57

This report may be repi'o&hmed and distributed to your clients, pf{wlded that 1t 15 reproduced and dlsinblﬁéd
in full.
The authenticity of this test report and 1ts contents can be verified by contacting the laboratory.
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Test Results

7.12 Carbon dioxide content of the inhalation air Pass!

The carbon dioxide content of the mhalation air (dead space) shall not exceed an average of 1,0 % (by volume)
Notel: Test results are shown in Annex A Table 7.12.

7.16 Breathing resistance Pass!?
Classification Maximum permitted resistance (mbar)
Inhalation Exhalation
30 Vmin 95 lmin 160 Voun
FEP1 0.6 21 0
FF2 0.7 24 i0
FFF 1.0 30 i0

Notel: FFP2 respirator. Test results are shown in Annex A Table 7.16.

End of Test Results

This' report may not be published except in full unléss permission for the publication of an approved extract has been obtamned in writing.
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Annex A Summarization of Test Data
Table 7.12 Carbon dioxide content of the inhalation air
Test'specification: EN 149-2001 Clause 8.7
Condition S:ﬁ;ple Result Assessment
10 0.43%
As 0, Mean value
recerved = 8 0.4% Fa
12 0.42%,
Table 7.16 Breathing resistance (mbar)
Test specification: EN 149-2001 Clause 8.9
36 37 38
Floy rate A|B|C|D|E|A|B]C|D|E|A|B|C|D]JE
As recerved Inhalat 0Vmn |04 |05 o6 06|05 | 04|06 |06 0405|0405 |06 05|05
alaton T i | 14 | 15 | 16| 14 | 15| 15 | 14 | 16 | 15| 16 | 14| 15 | 16| 15 | 15
Exhalation | 1600Vmin |16 |17 | 17| 17| 16| 18|16 |18 |08 |17 |16|17|19]| 17|17
. Flow rate 3? s .
Simulated A|B|C|D|IE|A|IB|C|D|E|A|B|C|D|E
wearing Inhalat 30Vmin |05 06|06 06| 05) 04|04 |06[05]|06|04|05]|06][06]05
treatment alation 95 Vmin |14 [ 15| 16| 14 | 14p 14 |15 | 16| 14| 16| 14| 16| 16| 16| 14
Exhalation | 160 Vmin | 17|17 | 19| 1817 |47 1e |19 |17 |1s|17| 17|19 7] 12
42 43 44
S Flggv rate A|B|C|D|E|A|B|C|D|E|A|B|C|D]JE
o . 30Vmmn |05 o5 |os| o5 |os| 05 os | o6los|oa|os]|os| 06| 06|08
conditioned | Inhalation =0~ o e T 15 [ 16 | 15 |15 | 16| 16 | 12 | 16| 15 |16 | 15 | 15
Exhalation | 160 1Vman | 16 |17 | 19| 16| 17| 16 | 18919 | 18948 |16 | 17| 18| 16| 18
5 T
Flow rate 4? . oL
Flow A|IB|C|D|IE|A|B|C|D|EJA|B|C|D]|E
o . WLmin |05 |os|os|os|os|oa|os|os|0s{0s5|0a|05|0s|0s5]04
conditioned | Inhalation o5 Vmin | 15|16 | 16|15 (16| 1e|l1s 171515 |1a]1s]17] 14 13
Exhalation | 160 Vmin | 16 |18 | 10| 17|16 1e|l17 1|17 16|16 17| 18] 17|12
Assessment Pass

A facing directly ahead; B: facing vertically upwards; C: facing vertically downwards; Dilying on the left side; E: lying on the right side

End of Annex A

This report may not be published except in full unless permission for the publication of an approved extract hasy'been obiained in writing.
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